[Inlay dislocations after primary, cement-free hip joint replacement].
This report deals with diagnostic effort of dislocated acetabular cup inlay in cementless total hip-arthroplasty. The metallic sound caused by collision of the ceramic head and metal acetabular component is documented by CTG. Suggestions of incidence and prevention of later inlay-dislocations during primary implantation are given.